Evaluation of a rapid inoculum standardization system for antimicrobial susceptibility testing of bacterial isolates from the bovine mammary gland.
A commercially available rapid inoculum standardization system (RISS) was compared to the broth inoculum standardization method (BIS) for antimicrobial susceptibility testing of bacterial isolates from the bovine mammary gland. Overall agreement between RISS and the BIS method was 95.9%. RISS bypasses the 2-8 h incubation period required by BIS, thus providing antimicrobial susceptibility test data in a more timely manner. RISS was determined to be an acceptable alternative method to the BIS method for preparation of standardized inoculum for antimicrobial susceptibility testing of bovine mammary gland isolates.